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In the present work, we have synthesized a new water soluble colorless chemical compound 7-O-tert-
butyldiphenylsilyl-4-methylcoumarin (TBDPSC) that releases ﬂuorescent molecules imparting blue
ﬂuorescence to the solution, upon interaction with ﬂuoride ions in water. The blue ﬂuorescence can be
visualized using simple hand held ultraviolet (UV) lamps. TBDPSC has excellent sensitivity and selectivity
towards ﬂuoride and our results indicate that ﬂuoride concentrations as low as 0.2 mg/L can be accu-
rately detected within a few seconds. Fluoride testing with TBDPSC is simple and rapid compared to the
conventional methodologies without the requirement of trained personnel. Hence, the present ﬂuoride
detection method can be easily ﬁeld deployable and particularly useful for monitoring water quality in
limited resource communities.
© 2015 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).1. Introduction
The development of fast, efﬁcient and inexpensive methods for
the detection of ﬂuoride has been gaining signiﬁcant attention in
the recent years, particularly due to public awareness of harmful
side-effects of ﬂuoride. For example, for the ﬁrst time, in more than
50 years, the United States Environmental Protection Agency
(USEPA) has recommended to lower the mandated ﬂuoride levels
to be added in drinking water [1]. Fluoride is a mineral inwater and
soil. Almost 50 years back, through scientiﬁc studies, it was
demonstrated that individuals whose drinking water naturally
contained more ﬂuoride had a fewer dental cavities [2]. This
prompted dental products, like most of the toothpastes that are
commercially available, to add additional ﬂuoride and municipal-
ities across the world started adding ﬂuoride to their drinking
water in limited concentrations [2]. The recommended level of
ﬂuoride in drinking water is 2 mg/L as directed byWHO [3]. On the
other hand, an increase in ﬂuoride concentration level leads to
dental and skeletal ﬂuorosis. Excess exposure to ﬂuoride is also
known to induce many endocrine effects such as decreased thyroid
function and Type II diabetes. Fluorides are also known to causeB.V. This is an open access article uattention deﬁcit hyperactivity disorder (ADHD) [4] and neurotox-
icity there by resulting in lower IQs in children [2,3]. Hence, ﬂuoride
levels in drinking water have to be constantly monitored and pre-
cautions need to be taken to control the levels of ﬂuoride in
drinking water.
Although, ﬂuoride sensing is of such great importance, there are
challenges involved in the development of sensors with extreme
sensitivity and speciﬁcity. There are several methods available
commercially and in the literature for the detection of ﬂuoride such
as the ion selective electrode method [5,6], nuclear magnetic
resonance spectroscopic (NMR) analysis [7], colorimetric (UV)
[8e12] and ﬂuorescence sensing [9,11e18]. Among these, ion se-
lective electrodemethods aremost widely used. However, there are
several disadvantages associated with this method such as the
requirement for complex instruments, well-equipped laboratories
and trained personnel. There are also other issues associated with
these methods such as low speciﬁcity and inefﬁcient performances
at higher concentrations. Hence, neither the ion selective electrode
nor the NMR approach can be used in minimally resourced com-
munities. As a result, colorimetric and ﬂuorescence sensing sys-
tems are emerging as an alternative to such complex systems due to
their easy ﬁeld deployment advantages along with high sensitiv-
ities and extremely low detection limits. These become more
attractive for limited resource communities that cannot afford the
establishment of well-equipped laboratories.nder the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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rescence sensing systems have been developed for detecting ﬂuo-
ride. Fluoride has the smallest ionic radius, highest charge density,
and a hard Lewis basic nature [13]. Majority of ﬂuoride sensing
systems rely on ﬂuoride interactions with Lewis acids wherein
ﬂuoride molecule acts as a participant or a disrupter, such as
sensing systems based on F promoted cleavage reactions. A few
examples of such systems include sensors based on boronﬂuoride
interactions [7,19e22]; hydrogen-bond and p p interactions
involving thiourea/urea [23], imidazoline/imidazole [24e26] and
other groups serving as binding units; organometallic interactions
involving metal ion binding sites [27]; and silyl ether-ﬂuoride in-
teractions. Systems based on silyl ether ﬂuoride interactions have
shown signiﬁcant potential due to the great afﬁnity of silyl groups
towards ﬂuoride arising from the large differences between the
dissociation energies of SieO (103 kcal/mol) and SieF (141 kcal/
mol) [28].
There are several examples of silyl based chromogenic or ﬂuo-
rogenic compounds available in the literature. Yamaguchi et al. [29]
have developed a silyl ether based sensor (tri(9-anthryl)ﬂuo-
rosilane) which upon interactionwith ﬂuoride ions causes a change
in its photophysical properties that can be detected using a spec-
trophotometer. Yang [30] designed and synthesized 4-
methylumbelliferyl tert-butyldimethylsilyl ether (4-MUTBS) for
ﬂuoride ion detection. This 4-MUTBS is weakly ﬂuorescent complex
compound and was synthesized by reacting 4-methyl umbellifer-
one (4-MU) with tert-butyldimethylsilyl chloride. Fluoride ion in
acetone-water solution cleaves this complex 4-MUTBS compound
resulting in the release of the ﬂuorogenic compound 4-MU. Kim
et al. [31] have developed a tert-butyldiphenylsilane (TBDPS) based
chemical compound, which releases resoruﬁn through substitution
by F at the silicon center thereby causing a major change in the
color of the solution from yellow to pink. Kim et al. [32] have also
synthesized another ﬂuorometric ﬂuoride sensor containing tert-
butyldiphenylsiloxy group as the trigger and coumarin as the op-
tical signaling group. Their sensor produces blue ﬂuorescence upon
interaction with ﬂuoride and the ﬂuorescence intensity of the so-
lution increases with increasing concentrations of ﬂuoride. Sok-
kalingam et al. [33] have developed a coumarin-based sensor that is
triggered by the F-promoted cleavage of the SieO bond. Park et al.
[34] have developed a ﬂuorometric gel based sensor that results in
the formation of a ﬂuorescent gel upon interaction with ﬂuoride in
aqueous media. Ghosh et al. [35] sythesized O-tert-Butyldiphe-
nylsilyl coumarin and tested for their anion binding properties with
Fluoride ions in organic and aqueous organic solvents. They
observed that a large amount of emission for samples tested in
CHCl3. In addition to the detection of ﬂuoride ions in organic and
aqueous mixture solutions, Ghosh et al. [35] and Kim et al. [32]
used their developed compounds for imaging living systems.
Although, all these sensors reported so far have great potential,
there are several issues associated with them in terms of solubility
in aqueous solutions and interference from other anions. There are
several other colorimetric and ﬂuorescence chemosensors that are
based on the cleavage of the SieO bond available in the literature
[36e39].
Our primary target is to develop a low-cost sensor to monitor
water contamination. In the past, we have developed a Mobile
Water Kit to monitor pathogen contamination in potable water
[40,41]. The great afﬁnity and selectivity of silyl ethers towards
ﬂuoride has inspired us in designing and synthesizing a novel
coumarin based ﬂuorogenic compound - 7-O-tert-butyldiphe-
nylsilyl-4-methyl coumarin (TBDPSC) compatible with aqueous
solutions. Moreover, the compound has been synthesized to attain
great speciﬁcity towards ﬂuoride and primarily targeted towards
rapid, low-cost and portable water testing. This new developmentwill allow us to increase the versatility of MWK towards detecting
toxic contaminants in water. A detailed description of the synthesis
and characterization of the compound, testing with sodium ﬂuo-
ride (NaF) and interference testing from other anions has been
presented. The selectivity and speciﬁcity of the compound towards
ﬂuoride has been investigated in water and the potential applica-
tions of the compound for ﬂuoride sensing in the environmental
monitoring have been described.
2. Experimental section
2.1. Materials
All the chemicals and commercial reagents required for the
synthesis and testing of TBDPSC were purchased from Sigma
Aldrich, Canada and used without further puriﬁcation unless
otherwise mentioned.
2.2. Physical measurements
NMR spectra were recorded at 400 MHz, using Agilent/Varian
Inova two-channel spectrometer (Agilent Technologies, CA, USA).
Proton chemical shifts are reported in ppm (d) downﬁeld from
tetramethylsilane (TMS) or in reference to the solvent CDCl3 (d
7.26). Coupling constants (J) are reported in hertz (Hz). Electrospray
Ionization (ESI) mass spectra (MS) were obtained on Agilent single
quadrupole mass spectrometer. Thin layer chromatography (TLC)
was performed on EMD-Merck silica gel GF254 plates (Merck,
Darmstadt, Germany) and detections were achieved by charring
with phosphomolybdic acid/EtOH or cerium sulfate/ammonium
molybdate/H2SO4/H2O solution. Column chromatography was
performed using silica gel F60 purchased from Silicycle, Canada.
Molecular sieves were dried under high vacuum at 170e180

C for
6e10 h immediately before use. Fluorescence measurements were
conducted using Agilent Varian Cary Eclipse Spectroﬂuorometer.
2.3. Methods
2.3.1. Synthesis of 7-O-tert-butyldiphenylsilyl-4-methyl coumarin
7-Hydroxy-4-methyl coumarin (5 g, 28.38 mmol) and imidazole
(3.9 g, 56.76 mmol) were dissolved in 100 mL of dry dichloro-
methane (DCM)-Tetrahydrofuran (THF) solvent mixture (3:1). The
mixture was stirred under nitrogen atmosphere till a clear solution
was obtained. Tert-butyldiphenylsilylchloride (TBDPS-Cl, 8.1 mL,
31.22mmol) solution in 10mL of DCMwas then added slowly drop-
wise for over a period of 1 h. The reaction was then allowed to stir
for 2 h under nitrogen at room temperature. The reaction mixture
was then ﬁltered through a short bed of celite andwas washedwith
200 mL water and 100 mL brine. The organic layer was dried with
anhydrous sodium sulphate, ﬁltered and concentrated under
reduced pressure to give the crude product. The crude residue was
puriﬁed by column chromatography using hexane ethylacetate as
eluent. The product was obtained as a colorless oily compound,
which was only 70% pure by 1 HNMR. The product was again
subjected to a second column using hexane-ethylacetate solvent
system. The column was run very slowly this time and only the
middle fractions were collected. After concentrating the product
under reduced pressure and prolonged drying under high vacuum,
the product was obtained as a colorless solid, 5.5 g (47% yield).
1HNMR is in accordance with the structure. 1 HNMR
(400 MHz,CDCl3): 7.70e7.74 (m, 4H, AreH); 7.44e7.49 (m, 2H,
AreH); 7.37e7.43 (m, 4H, AreH); 7.34 (d, J ¼ 14 Hz, 1H, AreH),
6.70e6.76 (m, 2H,AreH)), 6.10 (d, J ¼ 2 Hz, 1H, ¼CHeCO); 2.35 (s,
3H, CH3); 1.15 (s, 9H, (CH3)3). A schematic of the synthesized
compound is presented in Fig. 1.
Fig. 1. Schematic of TBDPSC synthesis.
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A series of test samples with varying concentrations of ﬂuoride
ranging from 0.1 to 100 mg/L were prepared by dissolving 0.2210 g
of NaF in 1 L of de-ionized (DI) water and diluted as per the required
concentration. 40 mL of 4% TBDPSC solution prepared in THF was
then added to 1 mL of each of these solutions. Fluorescence spectra
was obtained for each of these solutions with corresponding exci-
tation and emission wavelengths of 360 nm and 450 nm, respec-
tively. Several replicates were tested for each of these samples.
2.3.3. Interference testing
A series of test samples were preparedwith different anions that
include F, Cl, Br, I, NO3, SO24 and CH3 COO
. Each of the anion
solutions were prepared in DI water and maintained at a speciﬁc
concentration of 5 mg/L 40 mL of 4% TBDPSC solution prepared in
THF was then added to 1 mL of each of these solutions. Fluores-
cence spectra was obtained for each of these solutions with cor-
responding excitation and emission wavelengths of 360 nm and
450 nm, respectively.
3. Results and discussion
Addition of TBDPSC to ﬂuoride samples results in the dissocia-
tion of TBDPSC into TBDPS-F and coumarin. Coumarin emits a blue
ﬂuorescence that conﬁrms the presence of ﬂuoride in solution. A
schematic of the TBDPSC and ﬂuoride interaction is presented in
Fig. 2. The ﬂuorescence emitted by the solution can be visualized
under a simple hand-held ultraviolet (UV) lamp. The effect of
ﬂuoride concentration on the ﬂuorescence intensity was studied byFig. 2. Schematic of TBDPSadding 40 mL of 4% TBDPSC solution prepared in THF to 1 mL of
different ﬂuoride samples with concentrations ranging from 0 to
10 mg/L. The resulting ﬂuorescence was then observed under a UV
lamp at a wavelength of 360 nm after a few seconds and the in-
crease in ﬂuorescence intensity with increasing concentrations of
ﬂuoride is represented in Fig. 3(a). It can be observed that ﬂuo-
rescence is absence in sample with no ﬂuoride ions and consider-
ably visible ﬂuorescence is observed in samples with
concentrations as low as 0.2 mg/L Fig. 3(a) clearly demonstrates
that TBDPSC is highly sensitive towards ﬂuoride capable of
detecting extremely low concentrations and also the time required
for sensing is very fast (5e10 s).
The ﬂuorescence intensity of the samples was quantiﬁed using a
Varian Cary Eclipse spectroﬂuorometer at excitation and emission
wavelengths of 360 and 450 nm, respectively. Fig. 3(b) represents
the increase in ﬂuorescence intensity with the increase in the
concentration of ﬂuoride ion. This plot is based on readings taken
from several replicates of ﬂuoride samples. It can be observed from
the ﬁgure that the ﬂuorescence intensity linearly increases with
ﬂuoride concentration indicating a 1:1 stoichiometric ratio be-
tween ﬂuoride ions and TBDPSC. It should be noted that no ﬂuo-
rescence is observed in samples with DI water (no ﬂuoride ions).
In order to test the speciﬁcity of TBDPSC towards ﬂuoride,
several anion solutions were prepared with standard concentra-
tions of 5mg/L that included Cl, Br, I, NO3, SO24 and CH3 COO
.
40 mL of 4% TBDPSC solution prepared in THF was then added to
1mL of each of these solutions to check for interference from either
of these compounds towards ﬂuoride testing. The resulting ﬂuo-
rescence was then observed under a UV lamp. Fig. 4(a) representsC-ﬂuoride interaction.
Fig. 3. (a) Development of blue ﬂuorescence in samples with increasing concentra-
tions of ﬂuoride within few seconds after the reaction with TBDPSC; (b) Variation in
ﬂuorescence intensity of samples with increasing ﬂuoride concentrations in DI water.
Fig. 4. (a) Optical changes in ﬂuorescence emission of several anion solutions after
reacting with TBDPSC at 25

C for 1 h; (b) Comparison of ﬂuorescence intensity values
of several anion solutions after reacting with TBDPSC at 25 C for 1 h. Tested samples
were excited by UV light at 360 nm and emission intensities were measured at 460 nm.
Left to right: DI water, F, Cl, Br, I, NO3, SO24 and CH3 COO
.
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lamp. It can be observed that no discernible ﬂuorescence can be
visualized for any other ions other than ﬂuoride indicating the
highly speciﬁc nature of TBDPSC. The corresponding ﬂuorescence
intensities for each of these solutions were quantiﬁed using a
spectroﬂuorometer. Fig. 4(b) represents the ﬂuorescence emitted
by each of the compounds at excitation and emission wavelengths
of 360 nm and 450 nm, respectively. It can be observed that quite
negligible ﬂuorescence is produced by other anions other than
ﬂuoride even at such high concentrations. The ﬁgure indicates that
no discernible ﬂuorescence is observed for other anions at low
concentrations thereby demonstrating the extreme speciﬁcity of
TBDPSC towards ﬂuoride. These observations are in concordance
with the fact that silyl ethers have great afﬁnity towards ﬂuoride.
We also tested for samples containing other ions in the presence of
ﬂuoride. It is observed that there is not much difference in the
ﬂuorescence intensity for the samples containing ﬂuoride with and
without other ions. It is a good indication that the new compound
TBDPSC is working ﬁnewith complexwater samples and there is no
interference with other ions.
The ﬂuoride samples were also tested with commercial ﬂuoride
test kits (Quantoﬁx) obtained from Sigma Aldrich, Canada in order
to validate the results. Quantoﬁx test kit is a rapid test kit for semi-
quantitative determination of ﬂuoride ions in surface and ground
water. This kit is manufactured by MachereyeNagel GmbH & Co.,
KG (Duren, Germany) and supplied by SigmaeAldrich, Canada. The
Quantoﬁx test kit comes with test discs, a beaker, needle, 6 % hy-
drochloric acid, and color scale. The pink test disc in the test kit is
bleached with ﬂuoride ions containing hydrochloric acid solutions.
The size of the bleached area correlates with the concentration ofﬂuoride ions. The test procedure is as follows: The contaminated
water sample of 10 mL was collected in a beaker and then added 20
drops of hydrochloric acid. The pH value of the sample should be
maintained below 1. A hole was pierced at the center of the test disc
with the help of needle and the test disc was submerged into the
water sample containing hydrochloric acid. The test disc was
saturated with solution after 5e7 min, i.e., it does not absorb any
more sample. The test disc was then removed from the sample after
2 min and then compared the size of the bleached zone with the
color chart provided. The concentration of ﬂuoride is measured in
mg/L. Fig. 5 in the revisedmanuscript shows the comparison results
of the present method and Quantoﬁx ﬂuoride test kit. It is observed
that the results obtained with TBDPSC (present method) are in 100
% concordance with the ones obtained with the Quantoﬁx test kit.
4. Conclusion
We have designed and synthesized a novel ﬂuorogenic com-
pound - 7-O-tert-butyldiphenylsilyl-4-methyl coumarin (TBDPSC)
in order to develop a simple, rapid and inexpensive test method for
ﬂuoride testing in potable water. A detailed procedure for the
synthesis and characterization of the compound has been pre-
sented. We have tested the compound with different concentra-
tions of ﬂuoride in water and validated the results with
commercially available test kits. We have also tested the compound
with other anions in order to study the selectivity of the compound
towards ﬂuoride. Excellent selectivity and speciﬁcity of TBDPSC
towards ﬂuoride has been demonstrated in water. The current
TBDPSC based test method involves adding a few drops of TBDPSC
solution to 1 mL of sample and visualizing the sample under a
Fig. 5. Comparison of present method (TBDPSC) results with Quantoﬁx test results for the detection of ﬂuoride.
R. Chavali et al. / Analytical Chemistry Research 6 (2015) 26e3130simple handheld UV lamp. Such ease of the test method would
allow any untrained user to conduct the test and assess the quality
of water. Hence, this test method has a great potential to be used as
a portable ﬂuoride test kit for water quality monitoring and en-
deavors are in place to integrate this simple testing method with
the already ﬁeld-deployed Mobile Water Kit [42].Acknowledgments
The authors would like to acknowledge Dr. Damayanthi Yala-
mati and Dr. Praveen Baradi from Alberta Research Chemicals Inc.
(ARCI), Edmonton, Canada for their assistance in the synthesis and
characterization studies.References
[1] U.S. EPA, EPA and HHS Announce New Scientiﬁc Assessments and Actions on
Fluoride: Agencies Working Together to Maintain Beneﬁts of Preventing
Tooth Decay while Preventing Excessive Exposure (2011). Available: http://
yosemite.epa.gov/opa/admpress.nsf/bd4379a92ceceeac8525735900400c27/
86964af577c37ab285257811005a8417!OpenDocument.
[2] H.S. Horowitz, The 2001 CDC recommendations for using ﬂuoride to prevent
and control dental caries in the United States, J. Public Health Dent. 63 (1)
(2003) 3e8.
[3] R.J. Carton, Review of the 2006 United States National Research Council
report: ﬂuoride in drinking water, Fluoride 39 (3) (2006) 163e172.
[4] A.J. Malin, C. Till, Exposure to ﬂuoridated water and attention deﬁcit hyper-
activity disorder prevalence among children and adolescents in the united
states: an ecological association, Environ. Health 14 (1) (2015) 17.
[5] P. Cosentino, B. Grossman, C. Shieh, S. Doi, H. Xi, P. Erbland, Fiber-optic
chloride sensor development, J. Geotechnical Eng. 121 (8) (1995) 610e617.
R. Chavali et al. / Analytical Chemistry Research 6 (2015) 26e31 31[6] S. Chandra, A. Rika, P. vec, H. Lang, Organotin compounds: An ionophore
system for ﬂuoride ion recognition, Anal. Chim. Acta 577 (1) (2006) 91e97.
[7] T.W. Hudnall, C.-W. Chiu, F.P. Gabbai, Fluoride ion recognition by chelating
and cationic boranes, Acc. Chem. Res. 42 (2) (2009) 388e397.
[8] C.-Q. Zhu, J.-L. Chen, H. Zheng, Y.-Q. Wu, J.-G. Xu, A colorimetric method for
ﬂuoride determination in aqueous samples based on the hydroxyl depro-
tection reaction of a cyanine dye, Anal. Chim. Acta 539 (12) (2005) 311e316.
[9] T. Anand, G. Sivaraman, M. Iniya, A. Siva, D. Chellappa, Aminobenzohydrazide
based colorimetric and turn-on ﬂuorescence chemosensor for selective
recognition of ﬂuoride, Anal. Chim. Acta 876 (2015) 1e8.
[10] J.-F. Sun, R. Liu, Z.-M. Zhang, J.-F. Liu, Incorporation of the ﬂuoride induced sio
bond cleavage and functionalized gold nanoparticle aggregation into one
colorimetric probe for highly speciﬁc and sensitive detection of ﬂuoride, Anal.
Chim. Acta 820 (2014) 139e145.
[11] C. Parthiban, K.P. Elango, Amino-naphthoquinone and its metal chelates for
selective sensing of ﬂuoride ions, Sensors Actuators B Chem. 215 (2015)
544e552.
[12] Y. Kai, Y. Hu, K. Wang, W. Zhi, M. Liang, W. Yang, A highly selective colori-
metric and ratiometric ﬂuorescent chemodosimeter for detection of ﬂuoride
ions based on 1,8-naphthalimide derivatives, Spectrochim. Acta Part A Mol.
Biomol. Spectrosc. 118 (2014) 239e243.
[13] Y. Zhou, J.F. Zhang, J. Yoon, Fluorescence and colorimetric chemosensors for
ﬂuoride-ion detection, Chem. Rev. 114 (10) (2014) 5511e5571.
[14] J. Xu, S. Sun, Q. Li, Y. Yue, Y. Li, S. Shao, A novel Turn-On ﬂuorescent probe for
F detection in aqueous solution and its application in live-cell imaging, Anal.
Chim. Acta 849 (2014) 36e42.
[15] D.A. Russell, R. Narayanaswamy, An optical-ﬁbre sensor for ﬂuoride, Anal.
Chim. Acta 220 (1989) 75e81.
[16] G. Wei, J. Yin, X. Ma, S. Yu, D. Wei, Y. Du, A carbohydrate modiﬁed ﬂuoride ion
sensor and its applications, Anal. Chim. Acta 703 (2) (2011) 219e225.
[17] X.-M. Liu, Y.-P. Li, Y.-H. Zhang, Q. Zhao, W.-C. Song, J. Xu, X.-H. Bu, Ratiometric
ﬂuorescence detection of ﬂuoride ion by indole-based receptor, Talanta 131
(2015) 597e602.
[18] M. Kaur, M.J. Cho, D.H. Choi, Chemodosimeter approach: Selective detection of
ﬂuoride ion using a diketopyrrolopyrrole derivative, Dyes Pigments 103
(2014) 154e160.
[19] X.Y. Liu, D.R. Bai, S. Wang, Charge-Transfer Emission in Nonplanar Three-
Coordinate Organoboron Compounds for Fluorescent Sensing of Fluoride,
Angew. Chem. 118 (33) (2006) 5601e5604.
[20] T.W. Hudnall, F.P. Gabbaï, A BODIPY boronium cation for the sensing of
ﬂuoride ions, Chem. Commun. 38 (2008) 4596e4597.
[21] T.W. Hudnall, Y.-M. Kim, M.W. Bebbington, D. Bourissou, F.P. Gabbai, Fluoride
ion chelation by a bidentate phosphonium/borane Lewis acid, J. Am. Chem.
Soc. 130 (33) (2008) 10890e10891.
[22] B. Sui, B. Kim, Y. Zhang, A. Frazer, K.D. Belﬁeld, Highly selective ﬂuorescence
turn-on sensor for ﬂuoride detection, ACS Appl. Mater. Interfaces 5 (8) (2013)
2920e2923.
[23] E.J. Cho, J.W. Moon, S.W. Ko, J.Y. Lee, S.K. Kim, J. Yoon, K.C. Nam, A new
ﬂuoride selective ﬂuorescent as well as chromogenic chemosensor containing
a naphthalene urea derivative, J. Am. Chem. Soc. 125 (41) (2003)
12376e12377.
[24] G. Saikia, A.K. Dwivedi, P.K. Iyer, Development of solution, ﬁlm and membrane
based ﬂuorescent sensor for the detection of ﬂuoride anions from water, Anal.
Methods 4 (10) (2012) 3180e3186.
[25] C.R. Nicoleti, V.G. Marini, L.M. Zimmermann, V.G. Machado, Anionic chro-
mogenic chemosensors highly selective for ﬂuoride or cyanide based on 4-(4-Nitrobenzylideneamine) phenol, J. Braz. Chem. Soc. 23 (8) (2012) 1488e1500.
[26] P.G. Sutariya, N.R. Modi, A. Pandya, B.K. Joshi, K.V. Joshi, S.K. Menon, An ICT
based turn on/off quinoline armed calix[4]arene ﬂuoroionophore: its sensing
efﬁciency towards ﬂuoride from waste water and zn2þ from blood serum,
Analyst 137 (23) (2012) 5491e5494.
[27] F. M. Hinterholzinger, B. Rühle, S. Wuttke, K. Karaghiosoff, T. Bein, Highly
sensitive and selective ﬂuoride detection in water through ﬂuorophore
release from a metal-organic framework, Scientiﬁc Reports 3 25621e25627.
[28] Y.-R. Luo, Comprehensive Handbook of Chemical Bond Energies, CRC press,
2007.
[29] S. Yamaguchi, S. Akiyama, K. Tamao, Colorimetric ﬂuoride ion sensing by
boron-containing p-electron systems, J. Am. Chem. Soc. 123 (46) (2001)
11372e11375.
[30] X.-F. Yang, Novel ﬂuorogenic probe for ﬂuoride ion based on the ﬂuoride-
induced cleavage of tert-butyldimethylsilyl ether, Spectrochim. Acta Part A
Mol. Biomol. Spectrosc. 67 (2) (2007) 321e326.
[31] S.Y. Kim, J.-I. Hong, Chromogenic and ﬂuorescent chemodosimeter for
detection of ﬂuoride in aqueous solution, Org. Lett. 9 (16) (2007)
3109e3112.
[32] S.Y. Kim, J. Park, M. Koh, S.B. Park, J.-I. Hong, Fluorescent probe for detection of
ﬂuoride in water and bioimaging in A549 human lung carcinoma cells, Chem.
Commun. 31 (2009) 4735e4737.
[33] P. Sokkalingam, C.-H. Lee, Highly sensitive ﬂuorescence turn-on indicator for
ﬂuoride anion with remarkable selectivity in organic and aqueous media,
J. Org. Chem. 76 (10) (2011) 3820e3828.
[34] M. Park, D. Jang, S.Y. Kim, J.-I. Hong, A chemodosimetric gelation system
showing ﬂuorescence and sol-to-gel transition for ﬂuoride anions in aqueous
media, New J. Chem. 36 (5) (2012) 1145e1148.
[35] K. Ghosh, D. Kar, R. Fr€ohlich, A.P. Chattopadhyay, A. Samadder, A.R. Khuda-
Bukhsh, O-tert-Butyldiphenylsilyl coumarin and dicoumarol: A case toward
selective sensing of F ions in organic and aqueous environments, Analyst 138
(10) (2013) 3038e3045.
[36] L. Xiong, J. Feng, R. Hu, S. Wang, S. Li, Y. Li, G. Yang, Sensing in 15 s for aqueous
ﬂuoride anion by water-insoluble ﬂuorescent probe incorporating hydrogel,
Anal. Chem. 85 (8) (2013) 4113e4119.
[37] F. Zheng, F. Zeng, C. Yu, X. Hou, S. Wu, A PEGylated ﬂuorescent turn-on sensor
for detecting ﬂuoride ions in totally aqueous media and its imaging in live
cells, Chem. A Eur. J. 19 (3) (2013) 936e942.
[38] M. Vazquez, L. Fabbrizzi, A. Taglietti, R.M. Pedrido, A.M. Gonzalez-Noya,
M.R. Bermejo, A colorimetric approach to anion sensing: A selective chemo-
sensor of ﬂuoride ions, in which color is generated by anion-enhanced p
delocalization, Angew. Chem. 116 (15) (2004) 1996e1999.
[39] T.-H. Kim, T.M. Swager, A ﬂuorescent self-amplifying wavelength-responsive
sensory polymer for ﬂuoride ions, Angew. Chem. Int. Ed. 42 (39) (2003)
4803e4806.
[40] R. Chavali, N.S.K. Gunda, S. Naicker, S.K. Mitra, Detection of Escherichia Coli in
potable water using personal glucose meters, Anal. Methods 6 (16) (2014)
6223e6227.
[41] N.S.K. Gunda, S. Naicker, S. Shinde, S. Kimbahune, S. Shrivastava, S.K. Mitra,
Mobile water kit (MWK): A smartphone compatible low-cost water moni-
toring system for rapid detection of total coliform and E.coli, Anal. Methods 6
(16) (2014) 6236e6246.
[42] M. Sen, How Safe Is the Water?, 2013. URL, http://timesoﬁndia.indiatimes.
com/home/education/news/How-safe-is-the-water/articleshow/21442779.
cms?referral¼PM.
